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Accurate Instrument Qn. Tne 


TUBE TESTER — MODEL:157 
Designed by. S. Lift 
Date! 4aif-63 
NOTE 
Selector Switch is shown in “1” , 
Fitamont Switch is shown in "A" position. 
Direction of switches shown as viewed from reor of panel. 





IMPORTANT NOTICE 


Although this circuit wos checked for conformity on the date of issue it is possible your particular instrument although bearing the same model number will vary 
sfightly in circuitry or component values. 


